Thermal coagulation caused by different power settings of CO2 laser surgery.
The aim of this clinical research project was to evaluate histopathologically the zone of thermal effects along the cut margin of tissue specimens with the use of CO2 laser surgery regarding laser artifacts and diagnostic biopsy.